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AY «dHcTuTyT cepua MO3 Ykpainu», Kuis

HlocBifg 3acToCyBaHHA MEeXaHIYHOI NIATPUMKN
NiBOro WyHoO4Ka B JliKkyBaHHI TepMiHaNIbHOI
crapii cepueBOl HeAOCTaTHOCTI

CepLieBa HE[OCTATHICTb PO3BMBAETLCS BHACNIAOK BiNbLIOCTi 3aXBOPIOBaHb CcepLis Ta € NPOLLeCoM, KUK Nporpecye
i CynpoBOAXYETLCA BMCOKOLO iHBanian3auieto Ta netanbHicTio. Manxe 3/4 XBopux NOMUpPaoTb NPOTArOM N'aTU PoKiB
nicns nepLoi rocnitTanisawii 3 NpMBoOAYy XPOHiYHOT cepLieBOi HefOCTaTHOCTI. OCHOBHUI MeTOS NiKyBaHHS TaKMX XBOPUX —
TpaHcnnaHTauisa cepus. [ONOBHOIO anbTepHaTUBOIO TPaHCMIaHTaL,l MoXe OyTV BUKOPUCTaHHS arnapariB 4OMOMiXHOro
KPOBO0Obiry, siki OTpMManu Ha3By WTYYHUX WAYHOUKIB cepLs. Y cTaTTi NpeAcTaBNeHO KIiHIYHMIA BUNAA0K 3aCTOCyBaHHS
LOBrOCTPOKOBOI MeXaHi4YHOI NiATPMMKM NiBOro LAYHOYKA Y XBOPOTrO 3 TAXKOIO 3aCTiINHOIO CepLEBOIO HEJOCTaTHICTIO
IV dyHkuioHanbHOro knacy 3a NYHA, pedpakTepHoio JO0 MeanKaMeHTO3HOI Tepanii. Haw [ocBig 4eMOHCTpyE, Wo
iMnnaHTauis cMcteMmn 4OBroTPUBaNol MexaHiqyHOT NiIATPUMKM cepLs NnauieHTaM 3 NPOrpeCcMBHOIO 3aCTiIMHOIO CEPLIEBOIO

HEe[O0CTaTHICTIO MOXe ClyryBaTn e(eKTUBHMM MOCTOM A0 BUKOHAHHS TpaHCnnaHTauii cepus.

Knro4oBi cnoBa: mexaHi4yHa nigTpMMKa NiBOro WiyHO4YKa, cCepLieBa HeJOCTaTHICTb.

epliieBa HeIOCTATHICTh PO3BUBAETHCS BHACIIZIOK

GIJIBIIIOCTI 3aXBOPIOBAHb CEPIS Ta € POTPECUB-
HUM I[IPOIIECOM, IO CYIPOBO/KYETHCS BUCOKOIO
ITHBAJIIIN3AIIEIO 1 JIeTATBHICTIO. 3a JAaHUMU CIieMi-
OJIOTIYHMX JOCiKeHb ocTanHix 10 pokiB, monimpe-
HiCTh XpPOHiuHOI cepiieBoi HepocTaTHOCTI (XCH) I-
IV ¢dyukmionansuux knacie (OK) 3a NYHA B
MOy ST cTaHoBUIA 7 % BUTIAJIKIB, KJIIHIYHO BUpaA-
sxkeny XCH (IT-1V ®@K) peectpytors y 4,5 % Hace-
JIeHHs, Tomupenicts TepminamabHoi XCH (I1I-
IV ©K) nocsirae 2,1 % sumnazkis [1, 2]. Edbexrus-
HICTb 3araJIbHOIIPUIHATOI KOHCEPBATUBHOI Me/IMKa-
MEHTO3HOI Ta PECMHXPOHI3yBaJbHOI Tepallil Mpu
MPOrPeCYBaHHI 3aXBOPIOBAHHS BiJTHOCHO HEBUMCOKA.
BuxuBaHicTh XBOPUX IPOTATOM OJTHOTO POKY 3 KJIi-
nivao Bupakenoro XCH (III-IV ©®©K) cranoButh
71-74 % |2, 3]. Takum 9MHOM, HAIHHUM METOIOM
JIIKYBaHHS € TPAHCIJIAHTAIlisI cepllsl. Y CBITI MOpiv-
HO BUKOHYIOTH TioHal 5000 TpancrianTaiiit cepiis B
6isbi Hixk 300 kpainax [10].

Aute, He3BakalOyM Ha 301JbHIEHHSA KiJIbKOCTI
orepalliii 3 TpaHCIIJIaHTallli cepisi, CMEPTHICTH
y Lili Tpymi Mali€HTiB 3aJUIIAETHCSI BUCOKOIO,
TOMy 1[0 6araTo Mali€HTiB MalTh MPOTUIIOKA-
3aHHSI 10 TPAHCIJIaHTaIlil abo He MOKYTh J0YeKa-
THCS otepallii yepe3 Tsxkkuil crtan [9]. [onoBHOO
AJbTEPHATUBOK TPaHCIJIAHTAIlll MoOxe OyTH
BUKOPHUCTAHHS amapaTiB JOTOMiIKHOTO KPOBO-
00iry, siki OTpUMaJIi Ha3BY IITYYHUX IJIYHOUYKIB
cepud. Jng niaTpumku JgiBoro mayHouka (JILIT)
y OLJIBIIOCTI BUMAAKIB 3aCTOCOBYIOTH IMILJIAHTO-
BaHi akciaiapHi Hacocu [8], a st GiBEHTPUKY-
JIIPHOI MiATPUMKHN 3a3BUYail BUKOPUCTOBYIOTH
€KCTPAKOPIIOPAIbHi CUCTEMU 3 TTHEBMATUUYHUM
npusojaom [9, 10].

Y crarTi npeacTaBiieHO KJIHIYHWUNW BUITIAJI0K
3aCTOCYBaHHsI JIiBONIIYHOUYKOBOTO OOXO/y B Iaili-
€HTa 3 TEPMIHAJIbHOIO CEPIIEBOI0 HEIOCTATHICTIO, 10
npoxoauB JikyBaHHs B 1Y «Incturyt cepust MO3
YKpainu».
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KniniyHuin Bunagok

Y Y «lucruryt cepiia MO3 VYkpainu» 10B-
TOTPUBATY MEXaHIUHY MATPUMKY 3aCTOCYBAJIU
MAIiEHTy 3 TSKKOIO 3aCTIHHOIO CepIeBOI0 HElo-
craraictio (IV @K 3a NYHA), pedpakreproio 10
MeIUKaMeHTO3Ho1 Teparii. IIpuunnoio cepieBoi
HEJIOCTATHOCTI cTaja JujaTalliitHa KapAioMiomnaTis.
XBopuit /l., 41 pik, maca tima — 102 kT, 3picT —
188 cm. Tocmitamizosanuii 14.06.2016 p. 3 miarHo-
3oMm: Jlunmarariiina kapaiomionaTisi, MiTpaJbHa HEelO-
CTaTHICTh 2-TO CTyIEHsd, HEeIOCTaTHICTh TPUCTYJI-
KOBOTO KJaraHa 1-ro cTyIeHs, MiABUIIEHHS TUCKY
B cucTeMi JereHeBoi apTepii 1-To crymend. [losra
6sokama JiBoi Hikku myuka [ica. CeprieBa Heno-
crataicts IIB—I1II crazmii 31 3HMKEHOIO CUCTOIIYHOIO
dyuxiieo JI (dpaxmis sukuxy JII 15 %), 111
IV @K 3a NYHA.

[Ipu rocmitamizaiii cran ykpait Tsokkuit. Ckapru
Ha 33/IUIIKY Y CTaHi CIIOKOIO, IO TIOCUJIIOETHCS [IPU
MiHiMasIbHIN (isnuniil akTuBHOCTI. Habpsiku HyK-
HIX KIHI[IBOK.

3 aHaMHe3y XBOPOOU BUSIBHIIH, 1[0 3aXBOPIOBaH-
HS PO3BUHYJIOCS TIPOTIToM 6 MicariB. Piske morip-
IIEHHS CAaMOTIOUYTTS BiZI3HAUAE TTPOTATOM OCTaHHIX
nBox MicsamiB. Kiiniuno 3axBopioBanHs Masidec-
TYBaJIO PO3BUTKOM 3arajibHOI CJIaOKOCTi, MiaBH-
IEHHSIM BTOMJIIOBAHOCTI, coHumuBicTio. TypOyBasa
saguiika npu xoan0i 10 50 M. IIpoTsarom THUxKHA Bij
HOSIBH TIEPIIMX CUMIITOMIB 3'IBUJIKCS HAaOPSKU Ha
romizikax. Po3no4aTo BUKOHAHHSI KOMILIEKCY 06CTe-
JKEHHST JIJIsl BUBHAUYEHHsT 00CsTy HeoOXiIHOI crielia-
nizoBanoi gornomoru. OQHOYACHO IPOBOAKIN 6A30-
By KOHCEPBATUBHY Tepalito: B-aapeHoOJI0KaTOPH,
iHribiTopu aHTiOTEH3UHIIEPETBOPIOBAILHOTO (hep-
MEHTY, CeUOTiHHI, aHTATOHICTH aJIbIOCTEPOHY, TIPSIMi
AHTUKOATYJISTHTH, 1HOTPOTHI mpenapat (106yTa-
MiH), 6JIOKATOPU TIPOTOHHOT TOMITH.

[TamienTa 06CTEKEHO SIK MOTEHIIHHOTO Pery-
Mi€EHTa Ha TPAHCIIAHTAINIO cepiid. 3 OTJIIAy Ha
TSKKICTD 3aXBOPIOBAHHS 1 Bi/ICYTHICTD eeKTy Bij
MPOBeIeHOI KOHCEPBATUBHOI Teparii TPUUHATO
pillleHHsT TPO IMIIAHTAII0 CUCTEMU MEXaHIIHOI
MIATPUMKHU CepIisl SK CTBOPEHHS MOCTY 0 TpaH-
CIJIaHTAIlil cepIis.

XBOPOro 06CTEKEHO KITHIYHO, IHCTPYMEHTAIbHO
Ta 1a60PaTOPHO.

EKT (14.06.2016 p.). Putm cuHyCOBU PeTyJIsIp-
HUI 3 4aCcTOTOI0 cCKOpouyeHb cepirsd 96 3a 1 xB. [loBra
6Jokajta JiiBoi Hiskky mydka [ica. Tinmorpodist siBoro
nepezceps.

Exoxapoioepagpiss (14.06.2016 p.). Kinnesosmia-
croimiuHnii 06’em 576 M, KIHI[€BOCHCTOJIYHUN
06’em 472 mut. CUCTOIYHUN THCK Y ITPABOMY IILIYy-
HOYKY 35 MM pT. cT., ¢pakmisg Buxkumay JIIII 3a
Cimiconom 15 %. BupaskeHa auiarariist JTiBUX Bif-

nimis cepia. [TomipHa BigHOCHA MiTpajbHa HEIO-
craTHicTh. HeBenmka BifHOCHA HEIOCTATHICTH
TPUCTYJKOBOTO KiamaHa. /ludysna a-, rimokine-
3ig. HeBemuka snerenesa rinmeptensis. CropoTiuBa
dynxia JIII pisko 3amkena (puc. 1).

Koponaposenmpuxynoepagis (15.06.2016 p.). Ate-
POCKJIEPOTUYHOTO yPa’KE€HHS BIiHIEBUX apTepiil
He BWBJEHO. J3OHAYBAaHHS TIOPOKHWH CepIs
15.06.2016 p. Tuck y mpaBomy tepencepmi 12/8 mm
pT. cT. Tuck y mpaBoMy MIIYHOUKY 33/8 MM PT. CT.
Tuck y croBOypi JereHeBoi aprepii 32/18 MM pr. cr.
Tuck 3akJMHIOBaHHs JieTeHeBoi aptepii 23/15 mw
pt. ct. Kianesomiactomiunnii Tuck y JIII 23 mm pr. cT.

[IpoTsiroM mepIioro THKHsI TiepeOyBaHHs Marli-
€HTa B yMOBaxX BiJJliJIeHHs cTaH OO'€KTUBHO He
MTOKPAIyBaBCH, HE3BAKAIOUN HA 3aCTOCYBAHHS CHM-
aTOMIMETHKIB Ta IHOTPOITHUX TIpenapatis (100yTa-
Mmin 8 mr/Kr 3a 1 xB, Hopagpenasin 10 Mr/kr 3a 1 xB).

3 ypaxyBaHHSM 0e3MEepPCHeKTUBHOCTI MeIHKa-
MEHTO3HOI Teparlii, Ha TJIi TIPOTPeCyBaHHS CEPIIEeBOI
HEZIOCTATHOCTI, KOHCUJIIYMOM TIPUWHATO PIilIeHHS
PO 3aCTOCYBAaHHS MPUCTPOIO ST MEXaHIdHOI Mif-
tpumkn JIT (left ventricul assist device, LVAD) six
METO/IY JOMOMIKHOTO KPOBOOOITY.

12.07.2016 p. marmieHTy BUKOHAHO OTEpaIliio B
YMOBax IMITYIHOTO KpoBoOGiry. IIpoBeneno iMrian-
TAIii0 IHTPAKOPIIOPATHLHOTO MEXaHidHOTO 00XOmIy
JIII (LVAD) Berlin Heart INCOR.

KopoTtka xapakrepucTuka il 0COOJMBOCTI iMII-
nanranii cucremu BerlinHeart INCOR. 3 meroio
samimennsa dynkiii JIII ceprs BukopuctoByBamn
IMIIJTAHTOBAHY CHUCTEMY [IJISI JIOTIOMiKHOTO KPOBO-
06iry INCOR (BerlinHeart AG, Himeuunna), KoH-
CTPYKTHBHO BUKOHAHY Y BUTJISIA OE3KOHTAKTHOTO
aKCiaJIbPHOTO HACOCa, MiABINIEHOTO B MAarHITHOMY
momi. Hacoc (maca 200 1, MakcumampHUN TiaMeTp
30 Mm) BUKOHAHU 3 610IOTTYHO iHEPTHOTO TUTAHO-

$5-1/Adult

LV Length 11.8cm
LV Area 87.1cm?

Puc. 1. Exokapaiorpama naui€Hra [1. 3 TAXKOIO
cucronivyHoo AUChYHKLIEI, cepLLeBO0 He[OCTaTHICTIO
IV ®K 3a NYHA

s
%
=
-
%
s
C
A




«Kapgioxipyprisi Ta iHTepBeHLUilMHa kapaionoris», Ne 2, 2017 B.M. TogypoB Ta criBasT.
Y| Y|

BOTO CIIaBy. Po3mipu mpucTpoio 103BOJIIOTh PO3-
TalryBaTU MOTO B TPYAHIN MOPOKHUHI TPAKTUYHO
Oy nb-sikoi gopocsioi soauan. Kpos 3 JIII 3abupa-
€THCS HACOCOM 1 [IaJli HATHITAETHCS y BEJIUKE KOJIO
KpoBoobiry. Hacoc nmpuBoaNTBCS B IO 3a 1OMOMO-
rofo mopraTMBHUX Oarapeil abo OGJIOKa JKUBJIECHHSL.
Hacoc moctilino nmpueaHanuii 10 KOHTPoOJiEpa s
MOHITOpYBaHHsI Bcix (yHKIiT Hacoca i BimobGpa-
JKeHHsT HeOe3MeYHUX yYMOB (DYHKIIIOHYBaHHSI depe3
aKyCTUYHI I Bi3yasIbHi CUTHAJIN TPUBOTH (puc. 2).
Cucrtema 103BOJIIE TOMOTTHUCS MPOMYKTUBHOCTI
1o 6 i/xB i Trcky 10 100 MM pT. CT. IPU TWBUAKOCTI
obeprannst poropa 5—10 000 obepris 3a 1 xB.

BUMAJOK
13 MPAKTUKWN

Puc. 2. Cxema cuctemmn o6xopy niBoro wnyHo4ka INCOR:
1 - KaHIONA NPUTOKY, 2 — Haco¢, 3 — KaHIoNA BiATOKY,

4 - cUCTeMHNI KOHTponep, NopTaTUBHI GaTapel,

5 — kabGenb XMBNEHHSA Ta yNpaBriHHA

Puc. 5. 36upaHHs TypGiHN

Puc. 3. DopmyBaHHA OTBOPY Ha NepepfHin CTiHLi niBoro
WyHO4Ka B 6e3CyAVNHHIN 30Hi Puc. 6. Po3TawyBaHHA NPUCTPOIO Ha cepui
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Puc. 7. NepionepauiiHe poto

Immnanranito cucremu INCOR BukonyBanu Bif-
HOBIZIHO /10 peKOMeHalliil BupoOHUKa [4] 3 Tpo-
BeJIeHHAM TIpUBiHOI KaHIO1 yepe3 BepxiBky JIIII i
BIIUBAHHAM Bi/IBIZIHOI KaHIOM y BUCXITHUN BiJiT
aoptu (puc. 3—6).

TpuBamicTs omepaiii ctaHoBusa 240 xB, TpuBa-
JicTh mTydHoro kpoBoobiry — 110 xB. Iutpaore-
paiiiiHo, Mpu BBIMKHEHHI CHCTEMHU, BCTaHOBJIEHI
napameTpu obeprants iMmesepa (MOTOPHOI Y4acTH-
HU TIpucTporo) Ha piBHi 5000 obepriB 3a 1 XB, 1O
BiINOBIa/I0 TIOTOKY KpoBi obcsirom 3,5 71 3a 1 xB
(puc. 7). WoaHsa NPOAYKTUBHICTD MiBUIYBAJIN HA
500 oGepriB 3a 1 XB [0 MOCATHEHHS piBHS
6500 o6epris 3a 1 xB (4,5 71 32 1 xB). 3abe3mneuyBa-

Kongnixmy inmepecie nemae.

Jlacsl BiJIMOBiJIHA 1HOTPOITHA IMiATPUMKA, aHTUAPUT-
MiuHa, iH(]Yy3iitHa Ta miypetuuyHa Teparmisg. [lamienT
nepeBe/IcHUI Ha CAaMOCTiliHe TUXaHHS Ha HACTYIIHY
o0y Ticyst omnepaitii. Y TOZaIbIIOMY TIPOBOIUIN
BiZIIOBIIHY AHTUKOATYJISHTHY 1 Je3arperaHnTHY
Tepamiio (TemapuH, aneTUJICATINNI0BA KHUCJIOTA,
KJIOMiIoTpesb, BapdapuH), 3 MOCTYIOBUM [OCST-
HEHHSM I[IJIbOBOTO PiBHS MiKHAPOJHOTO HOpMAaJi-
30BaHoro signomrenusa 2,5-3,0.

VY:ke B paHHIl MicJAg0TIepAIiTHIN TTePioj] PEECTPY-
BaJM 3HAuHE TOJINIIEHHS IMOKAa3HUKIB IEHTPah-
HOI TeMOJIMHAMIKY i 3MeHIIIeHHsT 00'€MY TIOPOKHUH
cepust (KiHneBomiactoiuanii 00’'em JIII — 3 576 1o
480 mu1, kinmeBocuctosiynuii 06’em JIII — 3 472 no
380 mur), 36iabiienns dpaxiii sy JIIT — 3 15 1o
21 %, 1o BiAOYBAIOCST TOJIOBHUM YHHOM 32 PaxyHOK
PO3BAHTAXKEHHSI TIPABOrO IIIJIYHOYKA 1 MaJOro KoJia
KpoBooOiry. I1i amiHu BiAGy/IKCsT BHACIIZIOK TOTO, 11O
crcTeMa TPaKTUYHO MOBHICTIO B3siia Ha cebe (hyHK-
1ito cepiist. Hazai natieHT mepebyBas 1iji Harsisiiom
rpynu GaxiBIliB, 10 MOCITHEHHSI HUM BiIIOBIHOTO
PiBHS HABUYOK YITPABJIHHS TTapaMeTPaMu IIPUCTPOIO.

BUCHOBKM

JedinuT MOHOPCHKUX OpraHiB 0OMEKYE BUKO-
HaHHS TpaHCIUIaHTallii. MeTonom JiKyBaHHS, KU
JIO3BOJISIE TIPOJIOBKUTU TEPMiH OUIKYBAHHSI TPaH-
CILTAHTAIll cepIlsd, € IMIJIaHTaIlls <MeXaHIuHOTO
cepisi> — LVAD (left ventricul assist device).

IMrtanTaIiss AOMOMIPKHUX TIPUCTPOIB IS TIi-
TPUMKH KPOBOOOGITY € epeKTHBHUM METOIOM JIiKyBaH-
HSI TEPMIiHATIBHOI CTa/Ii1 CEPIIEBOI HEIOCTATHOCTI, TKUI
MTOJIOBIKY€E JKUTTS MAIIEHTIB 1 TIOKPAIIy€ HOTO SIKiCTb.

ImmnanTtanis LVAD € ctangapToMm A JikyBaH-
HS TeEPMIHAJBHOI CTa/lii cepIieBoi HepocTaTHOCTI. SK
iHotpomnHa miaTpumka LVAD BHeceHO B cTaHzapTu
3 HA/JlAaHHS HEBIAKJIAIHOLI OTOMOTU B IIi€l TPymnu
XBOPUX, K MOCTY /10 TPAHCILJTAHTAIll ceplld, Tak i
CaMOCTITHOI Teparii.

Yei asmopu 3pobuiu 00naxosuil 6necox y nidzomosky uici cmammi.
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Y «IHcTUTYT ceppua M3 YkpauHbi», Knes

OnbIT nPUMeHeHNA MeXaHN4YeCcKomn noaaep XK neBoro Xxejiygo4dka
B ne4yeHnun TepMVIHaJ'IbHOl‘/‘I CTagnmn cep,u,equﬁl HeJOoCTaTO4YHOCTIN

CeppeyHasi HefoOCTaTOYHOCTb, pa3BMBatloWAAca BcneAacTBMe OonblIMHCTBA 3aboneBaHun ceppua, aBnseT-
Cs MPOrpeccpyommMm MpoLeccom, COMPOBOXAAIOLWMMCH BbICOKOM WHBanuausauMen uU neTtanbHocTbio. [o4ytn
3/4 GoNbHbIX yMUPAIOT B TEYEHME MATU NIET NOcsie NepBOV rocnUTanm3aLmmn rno NoBoay XpOHNYeCKom cepaevyHon Hefo-
CTaTo4HOCTU. OCHOBHOM MeTOp, NleYeHus TakmMx BONbHbIX — TPaHCMIaHTaLUs cepgua. MaBHOWM anbTepHaTUBOW TpaH-
CNIaHTaLUKU MOXET ObITb UCMONIb30BaHMe annapaToB BCOMOraTeslbHOro KpoBoobpalleHu s, NoNyYnBLIMX Ha3BaHMe
MCKYCCTBEHHbIX XeNyAo4YKoB cepaua. B ctaTbe npeactaBneH KAMHUYECKUIN Crlydal NPUMEHEHUS [ONFOBPEMEHHOMN
MeXaHMYeCcKor NnoafepXXKu NIeBOro Xenyaoyka y OONbHOro C TAXENOW 3acTOMHOM CepAedYHON HefOoCTaTOYHOCTbIO
IV dyHKkuMoHanbHoro knacca no NYHA, pedpakTepHO K nekapcTBeHHOW Tepanuu. Haw onbiT AeMOHCTpUpYeT,
YTO MMMAAHTaUUs CUCTEMbI JOJITOBPEMEHHON MEXaHMYeCKOW NoaAep KU cepiLa naumeHTamM ¢ NporpeccnpyroLlemn
3aCTONHOW cepevyHON HefoCTaTOYHOCTLIO MOXET CYXUTb 3PDEKTUBHLIM MOCTOM K BbINMOMHEHWIO TPaHCMNaHTaLMN
cepaua.

Knmo4yeBble cnoBa: mexaHnyeckas noaaepiKkKa neBoro xXxenyao4ka, cepaevyHaa HeaoCTaToO4YHOCTb.
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Experience with left ventricular assist device usage in the treatment
of end-stage heart failure

Heart failure potentially developing in most of heart diseases is a progressive process associated with high
morbidity and mortality. Almost 3/4 of patients die within five years after first hospitalization because of heart failure.
The main treatment for patients with terminal heart failure is heart transplantation. Left ventricular assist device is a
main alternative to heart transplantation. We present case of long-term mechanical support applied in patients with
heart failure class IV NYHA, refractory to medical therapy. Long-term implantation of mechanical heart support system
may serve as an effective bridge to heart transplantation in patients with advanced congestive heart failure.
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